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ABSTRACT 
The problems posed by the rapid assessment of radioactive contamination 
of milk are very important in view of public health protection, particularly in 
the case of uncontrolled discharges of radioactive substances. 
For this reason the I.A.E.A. and the C.E.C. have prepared and implemented 
jointly an intercomparison programme to cover this field. 
The following radionuclides have been analysed for two levels of contami-
nation: Strontium 89 - Strontium 90 - Iodine 131 Caesium 137 - Barium 140. 
The results obtained by the 34 participating laboratories have shown that it 
is possible to provide the responsible authorities with sufficiently accurate 

















P R E F A C E 
The safety record of nuclear industry is satisfactory 
and the probability of unplanned releases of radionuclides in 
significant amounts is extremely small, Nevertheless, it is the 
duty of the national and international authorities resoonsible 
for public safety in this field to cater for all oossibilities 
including that of serious releases. 
The intercomnarison reported in this document was 
organized by the I.A.E.A. and the C.E.C. to check if the Parti-
cipating laboratories, which are responsible for the analysis 
of radionuclides in their countries, would be able in an emer-
gency situation to nrovide the competent authorities with the 
necessary analitical information with adeauate raniditv and 
reliability. 
Through the excellent cooneration between the two 
organizations 34 laboratories particinated in the programme, 
and the laboratories had the opportunitv to discuss and assess 
the results; this will no doubt lead to further imnrovements in 
the techniques. 
It can be said that the laboratories have shown, on 
the whole, that they will be able to provide the required data 
in cases of emergency. 
Dr. P, RECHT Director 
Health Protection Directorate 
C.E.C. 
Prof. V. FE~RONSKY 
Director, Division of Research 
and Laboratories I.A.E.A. 
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I INTRODUCTION 
In spite of the very low probability of emergencies 
occuring which would necessitate rapid availability of results 
concerning the extent of radioactive contamination, both the 
C.E.C. and I.A.E.A. have felt for sometime that it would be 
worthwhile to check on the rapidity and accuracy with which the 
laboratories concerned could provide such data. 
On 28 and 29 October 1969 the Commission of the Euro-
pean Communities held a meeting of experts from its Member 
States to study the establishment of a comparison programme of 
the rapid measurement of radioactive contamination of milk 
(see Annex III). 
A representative of the I.A.E.A., invited to this 
meeting, drew attention to the existence of a relevant programme 
prepared by his organization. The collaboration between the two 
organizations, resulting in an intercomparison, organized in 
January and February 1972, was based on this programme. 
At a further meeting organized by the Health Protection 
Directorate of the C.E.C. (General Directorate V) which took 
place on 3 and 4 July 1972, the delegates of the laboratories 
of the Member States of the European Community together with a 
representative from the I.A.E.A. drew up a list of data ob-
tained, and compared their results and the analytical methods 
adopted for measuring the radioactive pollution of milk (see 
Annex III). 
The current document sets out the results of this first 
joint programme and gives a critical analysis of it. 
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II AIM OF THE PROGRAMME 
The purpose of this project was to enable laboratories 
in Member States of one or both of the organizations to check 
the speed and accuracy of their analytical work. In addition, 
the intercomparison was considered to be useful also to those 
administrative departments of national or international scope 
in whose responsibilities lies the protection of the public 
from undue exposure to radioactive contamination in the case of 
a nuclear incident. The results of the intercomparison would 
show to them what reliability they could attach to reported 
results of contamination measurement which, in any real case, 
would form their basis for administrative action. 
Milk was chosen because it is an imnortant vehicle for 
radioactive contamination when an accident occurs. 
The nuclides selected for use in the exercise were those 
normally an~lysed for in milk when contamination with radio-
active products (including fresh fission products) is suspected, 
. 89 90 131 137 140 . 
viz. Sr, Sr, I, Cs, and Ba. For the choice of 
radionuclide concentrations we considered, on the one hand, the 
values of DWL and 6f ERL proposed by Bryant*, and, on the other 
hand, the existing rules for the transport of radioactive mate-
rials. The activity of the two samples in nCi/litre, obtained 























;', "Health Physics" official journal of the Health Physics 
Society, Volume 17 number 1, July 1969, pp. 51 to 57. 
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Altogether,-34 laboratories took part in the exercise, 
two of these submitting two different sets of results each, 
obtained by different analysts, making a total of 36 sets of 
results. 
18 laboratories submitted their results through C.E.C., 
the rest reported directly to the I.A.E.A. A form had been draf-
ted for this purpose.(See Annex I). The list of laboratories 
and the person responsible (usually either the head of the labo-
ratory or the responsible analyst) is given in Annex II. 
III. PREPARATION OF SAMPLES 
For technical reasons (difficulty of transportation 
and preservation of spiked milk, and also considering costs), 
the spike solutions were provided in aqueous form in ampoules,, 
and laboratories were asked to prepare their spiked milk by 
pouring the contents of these ampoules into fresh milk. Two 
levels of activity were provided, one to give 2-lOnCi of gamma 
emitters per litre of milk and one to give ten times as much, 
with 90 sr equal to 1 nCi/1 in each solution. Standard solutions 
of the gamma emitters and of 90 sr were provided at the same time 
to allow laboratories to calibrate their counting equipment and 
so to eliminate differences due to calibration. 
A time schedule was provided. which required preliminary 
calibration, followed by four hours of analysis and measurement; 
after this time preliminary results were to be transmitted by 
cable, telex or telephone. More accurate final results were to 
be sent off later. 
One difficulty experienced in the preparation of the 
exercise was the reluctance of isotope suppliers to supply 140 Ba 
and 89 sr for calibration at the same time. None of the big sup-
pliers would oblige and when finally a small company agreed to 
supply the two isotopes separated from a fission product solu-
. h 89 s 1 . d 1 · f b . tion, t e r so ution on e ivery was ound to e quite empty. 
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Much later, when laboratories had already been informed that 
they would receive none of this nuclide, the latter was disco-
vered to be present in great abundance as a contaminant in the 
140 Ba solution and, therefore, also in both spikes. This caused 
some difficulty to analysts who had been told not to expect 89 Sr 
and, probably, led to a somewhat larger error than expected as 
well as to some delay in the determination of both strontium 
isotopes. 
IV PRESENTATION OF RESULTS 
TABLES I - XII show the results provided by the indi-
vidual laboratories for the different radionuclides at "low" 
and "medium" spike level (1). 
TABLES I - VI give the results for the following 
d . 1 .d 131I 137c 140B ra ionuc i es: , s, a. 
89 90 Some laboratories analysed ·Sr and Sr separately, 
see tables VII - X. Others determined the sum of the two; 
their results are shown in separate tables XI and XII. 
The accuracy quoted in columns 3 and 6 of tables I to 
XII for the preliminary and the final results, respectively, 
is that claimed by the laboratories themselves who were asked 
also to state the confidence level of their estimated accuracy. 
The last two columns in each table give information on 
the time taken for the analysis. Most laboratories succeeded 
in measuring the gamma activities in much less than the four 
hours allowed for the total analysis of all nuclides; a few 
also finished the determination of 89 sr in this time. 
TABLES XIII and XIV summarize the results for low and 
medium spiked solutions and all the radionuclides analysed. 
(1) Names of laboratories are replaced in these tables by a 
numerical code which does not correspond to the sequence of 
these laboratories in the Annex. 
-9-
They show the range of.results obtained, the (generally small) 
number of results excluded, the range of those results which 
were used in the calculation of the mean and the deviation of 
this mean from the calibration value. 
For more clarity results are shown also in graphical 
form: Fig's 1 - 8 show the frequency distribution of results 
90 for the gamma emitters and for Sr. The number of results ob-
tained for 89 sr was considered too small to warrant a seoarate 
figure. 
Fig. XV, "Administrative Data", shows for each labo-
ratory of the Member States of the European Community the time 
lapse between receiving the samples, sending the preliminary 
results and sending the definitive results. This figure shows 
the length of time needed by each laboratory to obtain results. 
Where there is a considerable time laose, it is due to problems 
within an institute (administrative and organizational problems). 
V INTERPRETATION OF RESULTS 
The mean value shown by the dotted line in figures 
1 - 8 was calculated from the results obtained after screening 
of extreme values according to their statistical probability. 
The method used for this purpose was that of Graf and Henning 
(1952) as reported by Doerffel (1962) which considers permis-
sible scattering limits as a function of the experimental 
standard deviations, the number of observations N and the 
required probability P. A value xN+l may be regarded as outside 
permissible limits and discarded if it differs from the mean 
value x of all accepted results by more than a multiole of s 
defined by the statistics g (P,N): 
X > - + N+l < x - g (P,N).s 
The factor g (P,N) for a probability of 95% (the value used in 
our test) and a number of 20 - 30 results is about 3.8 which 
means that in most cases only values falling outside the range 
-10-
+ X - 3.8 S 
were excluded from the evaluation. In some cases in which the 
number of results available was smaller, rather larger devia-
tions had to be tolerated. 
Fig's 9 - 14 are based on still another approach used 
to screen results: these figures are i'control charts" in which 
results are classified according to whether they fall within 
the "warning limits", 
x ± 2 s 
outside of these, but still within "control limits 11 
- + X 3 S 
or even outside control limits. 
When examining the accuracy figures given by the labo-
ratories and reported in columns 3 and 6 of Tables I to XII, 
it turned out, however, tkat different laboratories used dif-
ferent methods in making these estimates, some only providing 
their statistical counting error so that the fi8ures in these 
columns cannot really be ,compared with each other. They are 
left in this document merely for comparison with the actual, 
experimentally determined deviations from the calibration 
values which are given in columns 4 and 7. There is little ap-
parent correlation between these two sets of columns. In the case 
f 89 d f 89 90 f h' h 'b . 1 o Sr an o Sr+ Sr or w ic no cali ration va ue was 
available, these columns are used to show the deviation of the 
individual values from the experimentally determined mean va-
lue. With regard to the information provided in Tables I to XII 
relative to the time taken for analysis, it must again be con-
sidered with some caution since here also not all laboratories 
used the same criteria, some only counting actual working time, 
others including time for the establishment of the required 
partial equilibria of daughters, some timing individual radio-
nuclide determinations, others measuring the total time re-
quired for the separation and counting of all estimated radio-
nuclides. It can only be said that the number of laboratories 
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to finish the measurement in the allotted time would most pro-
bably have been much higher, had the possible presence of 89 sr 
been indicated in the information given to them. Many labora-
. h . . . . 90S . tories, owever, were not in a position to estimate r in 
89 140 · 140 . the presence of both Sr and La (daughter of Ba) in the 
short time allowed. 
Perhaps the most imnortant information given in tables 
XIII and XIV is the standard deviation for each nuclide, given 
in nCi/1 and also in%. This standard deviation is ·shown to 
change very little from preliminary to final results. The dif-
ference between the observed mean and the calibration value 
which is shown in the next line is small and generally within 
the expected scattering limits. All this proves that the use of 
more time-consuming methods in place of the ranid ones adds 
very little precision to the analysis and that the use of the 
rapid methods in emergency situations does not lead to undue 
error. There is also little difference between standard devia-
tions obtained on the intermediate level as compared to the 
low-level solution but it should be remembered that the ''lciw-
level" solution used in our experiment still contained enough 
radioactivity to permit measurements to be carried out without 
much influence by reagent contamination or radiation background 
fluctuations. 
All values within warning limits (see tables XV and 
XVI) are considered completely acceptable, those between war-
ning and control limits are considered as still tolerable but 
probably indicative of some analytical shortcomings which 
should be put right soon, finally those outside the control 
limits are considered as unacceptable. Laboratories producing 
unacceptable values should immediately check and, if necessary, 
improve their techniques. Until such improvement is documented 
(or the reason for an individual unacceptable value explained) 
results from the laboratory concerned may have to be regarded 
with caution, particularly if administrative decisions are to 
be based upon them. 
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The position of values in the control charts is shown 
in Table XV. It can be seen from this table as well as from the 
figures that the number of results falling outside the control 
limits is rather small, which indicates that most of the labo-
ratories which took part in this intercomparison were performing 
well in the analysis of gamma emitters. Also, the overall ana-
lytical situation seems to be well in hand, at least for 
cesium-137 and iodine-131 which give standard deviations of 
6 - 8%. The situation is less favourable in the case of 140Ba 
where standard deviations of 13 - 18% were found. 
Results obtained on the two strontium isotopes are 
more difficult to evaluate. A rather arbitrary classification 
upon which Table XVI is based, distinguishes between results 
which fall within 30% of the calibration value and those which 
fall outside these limits. In the consideration of the figures 
in this table we must bear in mind that no warning was given 
89 to laboratories to expect Sr in their samples and no standard 
was provided for this nuclide. The comparatively large margin 
of error carried by the analytical results may at least partial-
ly be explained by the difficulties caused by these facts, 
which also caused delays and increased errors in the prelimi-
d . . f 90 . . nary eterm1nat1on o Sr. However, as is shown by the final 
results for 90sr which were obtained by most laboratories after 
receiving information on the presence of 89 sr, and which still 
carry a standard deviation of between 20 and 26%, there are 
other factors inherent in the analysis for the strontium iso-
topes which lead to a larger scatter of results. 
In contrast to the three gamma emitters which were 
analysed by direct gamma spectrometry by most laboratories, or 
after chemical procedures involving a minimum of manipulation, 
the pure beta emitters 89 sr and 90sr had to be isolated for 
measurement, distinguished from each other by radiation absorp-
tion, a method in which small errors in counting or in cali-
b . 1 d 1 . 90 'f · ration may ea to arge errors in Sr values 1 that nuclide 
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is present in small quantiti~s compared to 89 sr; or by separa-
. d f so . f tion an measurement o Y, complicated by the presence o 
the barium-daughter 140La. The final beta measurement is also 
more influenced by absorption, self-absorption, and backscatter 
than the more reproducible gamma measurement. 
All these factors would be expected to lead to larger 
scatter of results for the strontium isotopes than those obtai-
ned with the other nuclides. The actual figures obtained never-
theless seem rather high. 
VI CONCLUSIONS 
As a whole the intercomparison of raoid radionuclide 
determinations in milk organized by the I.A.E.A. and C.E.C. in 
1972 has shown that in the case of a possible emergency situa-
tion the laboratories are able to provide the resoonsible 
authorities with rapid and reliable results when the gamma 
. 131 137 
emitters I and Cs are to be determined. Somewhat larger 
scatter must be exnected in the analysis of 140Ba. 
Th b . 90 h . e pure eta emitter Sr when present toget er with 
relatively large excess of 89 sr may be difficult to determine 
separately and either a relatively large error, depending upon 
the 89 sri 90sr ratio (when the two nuclides are determined in 
the same precipitate and distinguished only by use of their 
different maximum beta energies) or a considerable delay in 
the analysis, when this is carried out, after separation of 
strontium from barium and lanthanum, by partial equilibration 
of 90sr with its daughter 90y and measurement of the latter, 
may have to be tolerated. 
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I REOOLTS OF l3lI-ANALYSES BY DIFFERENT INSTI'IUTES ON SPIKE 
SOllJTION A, J,OW LEVEL 
CALIBRATIO}f VALUE 10, 14 nCi/1 
P- Ix) deviation F- Ix) deviatio1 method total time 
results accu- from the results accu- from the used used for 





nCi/1 d % nCi/1 d % p F p F 
8.80 5 -13.2 9.40 5 - 7.3 2 2 4a 19.oa 
9.50 5 - 6.3 l 7.5a 
10.00 20 
- 1.4 l 8.0a 
9.42 5 - 7.1 9.42 5 - 7.1 2 2 2.8 2.8 
9.50 5 - 6.3 9.60 5 - 5.3 3 3 4.0 
10.60 3 + 4.5 3 1.4a 
10.30 5 + 1.6 1 2.5 
12.60 5 +24.2 l 1 .. ~ 
8.20 10 -19.1 2 o.6a 
8.70 10 -14.2 2 0.6a 
9.90 10 - 2.4 1 o.6 
n.20 7 +10.5 11.19 5 +10.4 2 2 0.2 lo3 
10.50 5 + 3.5 3 10.7 
9.70 10 - 4,3 9.70 10 - 4.3 1 2 1.2 1.2 
8.67 20 -14.5 8.65 20 -14.7 2 2 l.Oa 2.5a 
10.40 20 + 2.5 1 0.9 
10.4 2 + 2.5 10-3 2 + ~.6 1 2 1.3a 1.3a 
9.80 2 
- 3.4 10.10 1 - 0.4 2 2 o.6 2.1 
9.75 1 - 3.8 9.75 l - 3.8 1 1 1.oa 1.oa 
9.80 2 - 3.8 9.80 2 - 3.4 4 4 o.e 0.8 
10.00 20 - 1.4 4 1.0 
9.19 5 - 9.4 9.50 4 - 6.3 1 1 0.5a 1.6a 
10 12 
- lo4 10.00 6 - 1.4 2 2 1.8a 3.5a 
10.49 15 + 3.4 10.40 15 + 2.·5 4 4 1.0 120.0;; 
10.60 10 + 4.5 10.60 10 + .4.5 1 1 2.5 2.5 
8.60 15 -15.2 9.00 10 -llo2 3 3 3.6a 14. 52 
10.96 10 + 8.1 10.80 10 + 6.5 3 3 2.0 2.0 
10. 38 1 + 2.4 10.38 1 + 2.4 1 1 1.3 1.3 
10.69 + 5.4 10.69 + 5.4 4 4 1.0 1.0 
10.27 9 + 1.3 10.27 9 + 1.3 3 3 2.la 2.la 
10.30 10 + 1.6 10.30 10 + 1.6 2 2 1.5 1.5 
10.80 3 + 6.5 10.80 3 + 6.5 2 2 1.5 1.5 
9. 70 4 - 4.3 9o70 4 - 4.3 1 1 14.6a 14.6;; 
10.00 15 - 1.4 1 3.5a 
9o19 10 
- 9.4 3 9o0c 
P = preliminary; F = final; x)estimated overall accuracy given by the laboratory 
a= total time used for analyses of three to five nuclides 
1 = y-spectrometry without chemical separation 
2 = - " - - " - - " - with NaI-crystal 
3 .= - " - - " - - " - with Ge(Li)-crystal 
4 = - It - after chemical separation 
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TABLE II RESULTS OF 1311 ANALYSES BY DIFFERENT INSTI'IUTES ON SPIKE 
SOLUTION B, MEDIUM LEVEL131 CALIBRATION vnUE108,9 nCi I/1 
Lab. P- x) !deviation F- be) tleviation total time 
No. rresul t~ lfrom the result~ ffrom the method used for accu- accu- used 
racy calib, racy calib. analysis 
value value 
d d h + 
nCi/1 -% % nCi/1 + ,11_ % p F p F - /0 
1 89.6 5 -17.7 100.2 5 - 8.0 2 2 4.0 a 19.0a 
2 95.2 1 -12.6 1 5 
3 110.0 20 + 1.0 1 9.9a 
4 96.4 5 -11.5 96.3 5 -115 2 2 2.7 2.7 
5 103.0 5 - 5.4 103.0 5 - 5.4 3 3 1.3 
6 111.0 3 + 1.9 3 Oo2a 
7 110.9 5 + 1.8 1 1. 7 
8 112.0 4 + 2.8 1 1.2 
9 88.5 9 -18.7 2 o.6a 
10 89.0 9 -18.2 2 o.6a 
11 104.0 6 - 4.5 1 o.6 
12 118.0 6 + 8.4 118.8 5 + 9.1 2 2 0.1 o.8 
13 99.8 5 - 8.4 3 2.7 
14 110.0 10 + 1.0 110.0 10 + 1.0 1 2 1.2 1.2 
15 93.7 20 -13.9 108.6 20 - 0.) 2 3 0.8a 1.5a 
16 98.8 5 - 9.2 1 0.9 
17 107. 7 :).5 - 1.1 1o8.8 0.5 - 0.1 l 2 1.3a 1.3a 
18 106.0 1 - 2.7 106.0 1 - 2.6 2 2 o.6 0.9 
19 104.4 1 - 4.1 104:4 l - 4.1 l ] 0.5a 0.5a 
20 107.8 2 - 1.0 107.8 2 - 1.0 4 4 0.7 0.7 
21 116.2 20 + 6.6 4 0.8 
22 101.6 3.5 - 6.7 101.1 1 - 7.2 1 1 0.2a 5.0a 
23 uo .. 8 + 1.0 110.0 6 + 1.0 2 2 1.8a 3.5a 
24 113.1 15 + 3.8 113.0 15 + 3.8 4 4 1.0 48.0a 
25 112.0 10 + 2.8 112.C 10 + 2.8 1 1 2.5 2.5 
26 98.0 10 -10.0 99.c 10 - 9.1 3 3 2.3a 3.9a 
27 105.9 10 - 2.8 107.3 10 - 1.4 3 3 2.0 2.0 
28 107.4 1 - 1.4 107 ·'- 1 - 1.4 1 1 0.9 0.9 
29 114. 7 + 5.3 114. 7 + 5.3 4 4 008 0.8 
30 111.0 4 + 1.9 111.C 4 + 1.9 3 3 1.la 1.la 
31 no.3 10 + 1.3 llO._ 10 -f- 1.3 2 2 1.5 1.5 
32 106.0 2 - 2.7 106.c 2 - 2.7 2 2 1.2 1.2 
33 95.8 4 -12.0 95 ./: 4 -12.0 1 1 2o9a 2.9a 
34 112.0 10 + 2.8 1 3o5a 
35 98.-.] 10 - 9.8 3 9.oa 
36 
I 
p = preliminary; F = final; x)estimated overall accuracy given by the laboratory; 
a= tctal time used for analyses of three to five nuclides simultaneously; 
1 = y-spectrometry without chemical separation 
2 = - " - -"- with NaI crystal 
3 = - " - -"- with OeLi crystal 
4 = - " - after chemical sepa-ration 
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TABLE III RESJLTS OF 137 Cs-ANALYSES BY DIFFERENT INSTI'lUTES ON SPIKE 
SOWTION A, LOW LEVEL 
CALIBRATI0~ VALUE 9, 11 nCi/1 
Lab. P- jx) deviation F- x) deviation method total time 
No. resultB accu- from the "'esults accu- from the used used for 
racy cali b. racy C'.!l i b. arialysis 
value value h 
nCi/1 ~% % nCi/1 + % d -% d p F p F 
1 8.90 5 - 2.3 9.10 5 - 0.1 2 2 4a 19.0a 
2 9.40 5 + 3o2 1 7.5a 
3 8.50 20 
- 6.7 1 8.0a 
4 8.83 5 - 3.1 8.84 5 - 3.0 2 2 2.8 2.8 
5 8.00 5 -12.2 8.20 5 -10.0 3 3 4.0 
6 9.10 5 - 0.1 3 1.4a 
7 9.18 5 + 0.8 1 2.5 
8 8.00 5 -12.2 1 1.2 
9 8.90 10 
- 2.3 2 o.6a 
10 8.80 10 
- 3.4 2 o.6a 
11 9.10 10 - 0.1 1 o.6 
12 10. 30 8 + 2.1 10.12 6 +12.0 2 2 0.2 1.3 
13 9.42 5 + 3.4 3 10.7 
14 10.00 10 +10.0 10.00 10 +10.0 1 2 1.2 1.2 
15 8.96 20 - 1.6 8.89 20 
- 2.4 2 2 l.Oa 2.5a 
16 8.90 6 
- 2.3 1 0.9 
17 9.6 2 + 5.4 9.40 2 + 3. 2 1 2 lo}a 1.3a 
18 10.10 2 +11.0 9.80 1 + 7.6 2 2 0.6 2.1 
19 8.99 l 
- 1. 3 8.99 1 
- 1. 3 1 1 l.Oa l.Oa 
-20 9.64 3 + 5.8 9.64 3 + 5.8 4 4 1.0 1.0 
21 9.55 20 + 4.8 4 0.8 
22 9.13 6 + 0.2 9.09 4 - 0.2 1 1 0.5a 1.6a 
23 8.4 12 
- 7.8 8.50 6 
- 6.7 2 2 1.8a 3.5a 
24 8. 32 15 - 8.7 11.30 15 +24.2 4 4 1.5 120.0a 
25 9.80 10 + 7.6 9.80 10 + 7.6 1 1 2.5 2.5 
26 8.20 15 -10.0 9.00 10 
- 1.2 3 3 3.6a 14.5a 
27 10.43 10 +14.5 10.30 10 +13.0 3 3 2.0 2.0 
28 9.51 1 + 4.4 9.51 1 + 4.4 1 1 1.3 1.3 
29 9.78 + 7,4 9.78 + 7.4 4 4 1.3 1. 3 
30 9.13 4 + 0.2 9.13 4 + 0.2 3 3 2.la 2.la 
31 9.10 10 
- 0.1 9.10 10 
- 0.1 " 2 1.5 1.5 c. 
32 10.20 6 +12.0 10.20 6 +12.0 2 2 1.5 1.5 
33 9.20 3 + 1.0 9.20 3 + 1.0 1 1 14.6a 14.6a 
34 10.00 15 +10.0 1 3.5a 
35 
4.5rl 
8. 38 10 
- 8.0 3 9.oa 
36 5 -49.8 4.57* 5 -49.8 1 1 1.5 lo5 
x)estimated overall accuracy given by the laboratory; P = preliminary; F = final; 
a = total time used for analyses of three to five nuclides simultaneously 
1 = y-spectrometry without chemical separation 
2 = - " - " - " - with NaI-CrJstal 
3 = - " - " - " - with Ge(Li)-crystal 
4 = - " - after chemical separation 
* =result not used in calculation of mean 
TABLE 
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RESULTS OF 137cs-ANALYSES BY DIFFERENT INSTITJTES ON SPIKE 
SOWTION B, MEDIUM LEVEL 
CALilFJ\TimVAU.;E 98,0 nCi/1 
Lab. P- l) cieviation F- Ix) p.eviation method total time 
No. 
•esul tl accu- from the results accu- from the used used for 
racy c:1.1-ih. rar.y calib. analysis 
+ value + value h 
nCi/1 - % d % nCi/1 - % d % p F p F 
1 93.5 5 - 4.6 99.5 5 - 1.5 2 2 4.oa 19.0a 
2 97 .2 1 - 0.8 1 7.5a 
3 100.0 20 + 2.0 1 9.9a 
4 90.5 5 - 7.6 90.4 5 - 7.7 2 2 2.8 2.8 
5 94.0 5 - 4.1 90.0 5 - 8.2 3 3 1.3 
6 98.0 5 o.o 3 0.2a 
7 98.4 5 + 0.4 1 1.7 
8 92.0 4 - 6.1 1 1.2 
9 91.5 10 - 6.6 2 0.6a 
10 91.0 10 ..;. 7 .1 2 o.6a 
11 96.0 6 - 2.0 1 o.6 
12 108.0 8 +10.2 107.9 6 +10.1 2 2 0.1 0.8 
13 85.6 5 -12.6 3 2.7 
14 111.0 10 +13.3 111.0 10 +13.3 1 2 1.2 1.2 
15 96.5 20 - 1.5 109.2 20 +11.4 2 3 0.8a 1.5a 
16 94.7 3 - 4.0 1 0.9 
17 97 .o 0.5 - 1.0 97.8 0.5 - 0;2 1 2 1.3a 1.3a 
18 102.9 o.6 + 5.0 103.5 0.5 + 5,6 2 2 o.6 0.9 
19 92.3 0.7 - 5.8 92.3 0.7 - 5.8 1 1 o.5a 0.5a 
20 104.s 3 + 3.6 104.5 3 + 3.6 4 4 1.0 1.0 
21 103.0 20 + 5.1 4 0.8 
22 95.5 4 - 2.5 es.2 0.8 -10.0 1 1 0.2a 5.0a 
23 91 8 - 7.1 95.0 6 - 3.1 2 2 1.8a 3.5a 
24 91.8 15 - 6.3 91.8 15 - 6.3 4 4 1.5 48.0a 
25 98.9 10 + 0.9 98.9 10 + 0.9 1 1 2.5 2.5 
26 92.0 10 - 6.1 94.0 10 - 4.1 3 3 2.3a 3.9a 
27 97.1 10 - 0.9 96. 9 10 - 1.1 3 3 2.0 2.0 
28 101.2 1 + 3.3 101.2 l + 3.3 l 1 0.9 0.9 
29 106.0 + 8.2 106.0 + 8.2 4 4 lol 1.1 
30 98.3 2 + 0.3 98.3 2 + 0.3 3 3 l.la l.la 
31 96.9 10 - 1.1 96.9 10 - 1.1 2 2 1.5 1.5 
32 114.0 3 +16.3 114.0 3 +16.3 2 2 1.2 1.2 
33 91.6 3 - 6.5 91.6 3 - 6.5 1 1 2.9a 2.9a 
34 100.0 10 + 2.0 1 3.5a 
35 
-l! 90.5~ 10 - 7.7 3 9.oa 
36 49.6 5 -49.4 49.6 5 -49.4 l 1 L5 1.5 
P = preliminary; F = final; x)estimated overall accuracy given by the laboratory; 
a= total time used for analyses of three to five nuclides simultaneously 
1 = y-spectrometry without chemical separation 
2 = - " - - " - - 11 - ·with NaI crystal 
3 = - " - - " - - 11 - with Ge(Li) crystal 
4 = - " - after chemical separation 
* . 
=result not used in calculation of mean 
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TABLE V RESULTS OF 140Ba-ANALYSE$ BY DIFF'ERE}lT INSTI'IUTES ON SPIKE 
SOIDTION A, LOW LEVEL 
CALIBRATION VAUJE 1,98 nCi/1 
Lab. P- Ix) deviation F- . f x) ~eviation method total time 
No. results accu- from the results accu- from the used used for 
racy cali- racy cali- analysis 
bration bration h value value 
nCi/1 + 'fo 'fo nCi/1 + 'J, % - d - d p F p F 
l 2.80 10 +41.5 2 19.oa 
2 1.80 10 
- 9.1 l 7-5a 
3 2.00 20 T 1.0 l 8.0a. 
4 1.93 5 - 2.5 1.92 5 - 3.0 2 2 2.8 2.8 
5 2.20 10 +11.1 2.20 8 +11.1 j 3 4.0 
6 2.10 10 + 6.0 3 1.4a 
7 1.98 5 o.o 1 2., 
8 1.60 7 -19.2 1 0.7 
9 1.80 10 
- 9.1 2 o.6a 
10 1.90 10 
- 4.0 2 o.6a 
11 2.00 7 + 1.0 l 0.6 
12 2.00 17 + 1.0 2.11 10 + 6.6 2 2 0.2 1.3 
13 2.78 5 +40.5 3 10. 7 
14 2.70 15 +36.4 2. 70 15 +36.4 1 2 1.2 1.2 
15 1.26 25 -36.4 1.66 20 -16.2 2 2 1.0 2.5 
16 2.10 35 + 6.0 1 0.9 
17 1.] 2 -34.4 1.5 2 -24.2 1 2 1.3a 1.3a 
17a 1.9 
- 4.0 5 
18 1.90 10 
- 4.0 1.89 3 - 4.5 2 2 0.6 2.1 
19 2.01 4 + 1.5 2.01 4 + 1.5 1 1 l.Oa 1.0a 
20 2.38 4 +10.1 2.38 8 +10.1 4 4 2.4 2.4 
21 
22 1.66 20 -16.2 1.56 20 -21.2 1 1 0.5a 1.6a 
23 1.9 20 - 4.0 2.00 10 + 1.0 2 2 1.8a 3.5a. 
24 1.69 15 -14.6 2.06 15 + 4.0 4 4 3.0 120.0a 
25 2.10 10 + 6.0 2.10 10 + 6.o 1 1 2.5 2.5 
26 (3.50* (.+76. 7 2.70 25 +36.4 3 3 3.6a 14.5a 
26a 2.90 +46,5 2.28 
-35-3 
27 1.90 25 - 4.0 2.10 25 + 6.0 3 3 2.0 2.0 
28 2.20 1 +11.1 2.20 1 +11.1 1 1 1.3 1.3 
29 1.53 -22.8 1.53 
-22.8 5 5 1.7 1.7 
30 1.84 10 - 7.0 1.84 10 
- 7.0 3 3 2.la 2.la 
31 2.10 10 + 6.o 2.10 10 + 6.0 2 2 1.5 1.5 
32 2.02 13 + 2.0 2.00 13 + 1.0 2 2 1.5 1.5 
33 1.73 18 -12.6 1.73 18 -12.6 1 1 14.6a 14.6a 
34 1.70 25 -14.1 l 3.5a 
35 1.76 10 -11.1 3 9.oa 
36 6.32* 5 +219.0 5.26* 5 +165.0 4 4 11.0 11.0 
P • preliminary; F • final; x)estimated overall accuracy given by the laboratory; 
a• total time used for analyses of three to five nuclides simultaneously 
1 • y-spectrometry without chemical separation 
2 • - " - " - " - with Na.I-crystal 
3 • - " - " - " - with Ge(Li)-crystal 
4"" - " - after chemical separation 
5 • B-counting " - " -
*•result not used in calculation or mean 
-20-
TABLE VI RESULTS OF 140:Ba.-ANALYSES BY DIFFERENT INSTI'IUTES ON SPIKE 
SOWTION B, MEDIUM LEVEL 
CALIBRATION VAWE 21,8 nCi/1 
Lab. P- x) tievia.tion F- x) deviation method total time 
No. results accu- from the resul ti a.ccu-· from the used used for 





nCi/1 value nCi/1 value p F p F 
d % d % 
-· - -· 
1 15.7 5 -28.0 21.1 10 - )o2 2 2 4a. 19.0a 
2 21.7 5 - 0.5 1 7.5a 
3 20.0 20 - 8.3 1 8.0a 
4 23.2 5 + 6.4 22.4 5 + 2.7 2 2 2.8 2.8 
5 22.0 10 + 0.9 21.0 8 - 3. 7 3 3 1.3 
6 24.0 13 +10.2 3 0.2a. 
1 21.7 5 - 0.5 1 1.7 
8 15.3 5 -29.8 1 0.7 
9 19.7 10 - 9.5 2 o.6a 
10 19.0 10 -12.8 2 o.6a 
11 20.0 4 - 8.3 1 0.6 
12 24.0 8 +10.1 23.6 6 + 8.3 2 2 0.1 0.8 
13 23.1 5 + 5.9 3 2.7 
14 27.0 10 +23.8 27 .o 10 +23.8 1 2 1.2 J.2 
15 17.9 25 -17.9 17 .o 25 -22.0 2 3 0.8a 1.5 
16 18.2 10 -16.5 1 0.9 
17 20.6 0.5 - 5.5 19.5 0.5 -10.5 l 2 1.3a 1.3a 
17a 21.1 - 3.2 5 
18 19.5 2 -10.6 19 .. 4 2 -11.0 2 2 0.6 0.9 
19 21.0 2 - 3.7 21.0 2 - 3.7 1 1 0.5a. 0.5a. 
20 22.7 3 + 4.1 22~7 8 + 4.1 4 4 2.4 2.4 
21 19.8 14 - 9.2 4 0.7 
22 19.2 10 -11.9 19.0 2 -12.9 1 1 0.2a 5.oa 
23 20 12 - 8.3 21.0 7 - 3. 7 2 2 1.8a 3~5a. 
24 12.8 15 -41-3 22.5 15 + 3.2 4 4 3.oa 48.0a 
25 21.7 10 - 0.5 21.7 10 - 0.5 1 1 2.,5 2.5 
26 29.0 25 +33.1 26 .o 20 +i9.3 3 3 2.3a 3.9a 
26a 25.9 +18.8 22.9 + 5.0 
27 22.1 17 + 1.4 22.5 17 + 3.2 3 3 2.0 2.0 
28 21.0 1 - 3.7 21.0 1 - 3.7 1 1 0.9 0.9 
29 14.8 -32.2 14.8 -32.2 5 5 1. 7 1.7 
30 20.4 12 - 6.4 20.4 12 - 6.4 3 3 Lla l.la 
31 22.9 10 + 5.0 22.9 10 + 5.0 2 2 1.5 1.5 
32 20.5 6 - 5.7 20.5 6 - 5.7 2 2 1.2 1.2 
33 17 .9 19 -11.9 17 .9 19 -17 .9 l 1 2.9a 2.9a 
34 22.0 10 + 0.9 1 3.5a 
35 
* 
19.5~ 10 -10.6 3 9.oa. 
36 35.51 5 30.31 5 +39.0 4 4 11.0 11.0 
p = preliminary; F = final; x)estimated overall accuracy given by the la.boratory; 
a,.. total time used for analyses of three to five nuclides simultaneously 
1 = y-spectrometry without chemical separation 
2 • - " - - " - - " - with Na.I-crystal 
3"' - " - - " - - " - with Ge(Li)-crystal 
4 • - " - after chemical separation 
5 = B-counting after chemical separation 




REStJL'l'S OF 9°sr-ANALYS};S BY DIVi~~:Rr,n INSTI'I'J'I'l!;s ON SPIKE 
SOWTION A, LOW LEVEI.r-CA~IB~.:'.11 ION VAU'E 1, 11 nCi/1 
-·--
x) heviation F- x) deviatioi method total time 
No. tresults accu- from the resul ti accu- from thE used used for 
racy C'.3.lib. racy c,tl. i b. analysis 
+ 
value value h 
nCi/1 
-% do1 nCi/1 + ' d% /0 - 'le p F p F 
--
1 
2 1.05 8 - 5.4 2 7.5a 
3 1. 00~ 100 -10.0 2 8.0 
4 0.26 5 -7605 ~ ,?,6 3.6b 
5 0.18* 5 -83. 7 1.02 5 - 8ol 1.5 1.6 4.3 
6 1.00 50 -1000 3 9.1 
7 1.04 30 - 6-3 1.04 20 - 6. 3 3.6 3.6 3.0 4.4 






14 1.08 10 
- 2.7 2.6 
15 
16 
17 1.14 2.5 +2.7 1.10 2.5 - n.o 1.6, i.6 9.3b 9.3c 
18 1.00 33 -10.0 6.1 
19 1.61 17 +45.o 1.6 2.8a 
20 1.10 15 
- 0.9 1.6 
21 1.05 14 -5,4 
22 
23 1.10 25 -0.9 4.5 4.8a 
24 Oc08* -91.5 o.ot 15 -92.0 1.6 1.6 5,5 120.0 
25 0.99 91 -10.8 1.19 10 + 7.2 1.6 1.6 9,6 12.5 
26 1.10 
- 0.9 1 3.7 
27 1.12 + 0.9 1.14 3.9 + 2.7 1 1 7-3a 8.5 
28 
29 
30 0.99 -10.8 0.99 -10.8 ') • '\? J ,0,r:_ 3.4 3.4 
31 1.00 20 -10.0 l 2.6 32 1. 30 11 +17 .1 1.30 11 +17 .1 2  11.8 11.8 
33 0.92 4 -17.1 0.92 4 -17.1 3.6 3.6 5.9 5.9 
34 2.00* 25 +80.2 1 7.0 
35 I 1.06 10 -4.5 , .?.6 36 0.89 5 -19.8 0.89 5 -19.8 ,1.6 4.6 12.5 12.5 
-- -
P ;:: preliminary; F = final; x) estj mated overall accurac-::: given by the laboratory 
a? total time used for analyses of 69sr and 90Sr sirrrultnneouslv 
b = not including 14 days' waiting time for the growtns in of 9'0y 
c = - " - one night's - 11 -
1 = 2-counting after chemical separation 
2 = - " - n " by precipj. tat ion 
3 = - " - - 11 - 0 by sol vent extra,:tion 
4 = - " - - n - " by ion exchan6e 
5 = - " - through selective absorption 
6 = - " - of 90y after separation 
* = result not used in calculation of mean 
TABLE VIII 
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RESULTS OF 90sr-ANALYSSS BY DIFFFRENT INSTI'JUT'ES ON SPIKE 
SOW TI ON B, MEDIUM LEVEL- r,q)I}!UATI(Y!lr v~ T.JTP' 1, 63 n~i./i 
x) 
xJccu- deviation method total time Lab. P- accu- deviation F- from the used used for 
No. results racy "rem the resulti racy analysis 
calib. cali b. 
:: % value 
value h 
~Ci/1 d "' nCi/1 : ~ d% p F p F ,-a 
1 
2 0.99 8 -3904 2 7.5a 
3 
4 1.69 5 + 3o 7 /1. ,.6 3.6b 
5 1.20 5 -26.4 1. 34 5 -1708 1.5 1.6 3.6 
6 2.00 100 +16.6 3 9.1 
7 1.50 30 - 8.0 1-35 20 -17.2 3.6 3.6 4.4 






14 1.50 10 - 8.0 2.6 
15 
16 
17 2.22 2 +36.3 1.88 2 +1 ~. ~ 1.6 lo6 9db 9dc 
18 2.00 50 +22.7 1 6.1 
19 2.14 13 +31. 3 1.6 2.8a 
20 1.23 18 -24.6 1.6 2.9 
21 
22 
23 2. 30 30 +41.1 4.5 4.2a 
24 0.96 -41.l 0.96 15 -41.1 1.6 1.6 5o5 AR f"\ 
25 2.50 +53.4 1.44 10 -ll. 7 1.6 1.6 9,.6 14.3 
26 6.oo+ +268.0 l 3.7 
27 0.94 -43.0 2.08 4.8 +27.6 1 1 7.3a 8.5a 
28 
29 
30 1.46 -10.4 1.46 -1004 'l,0,6 ,.?.6 3.4 3.4 
31 
32 1.70 11 + 4.3 1.70 11 + 4.3 2 2 11.8 11.8 
33 2.40 4 +47.4 1.10 10 -32.6 3.6 3.6 5.9 5.9 
34 
35 1.59 10 -2.4 3. 0 ,6 
36 2.84 5 +74.4 3el4"" 5 +92.2 4.6 4.6 12o5 12.5 
P = preliminary; F = final; x)estim~ted ove1•961 accuracy given by the laboratory a= total time used for analysis of 9sr and Sr simultaneously 
b = not including 14 days' waiting time for the growing in of 90y 
c = - " - one night's - " - - 11 -
1 = B-counting after chemical spearation 

















- " - by solvent extraction 
- " - by ion exchange 
through selective absorption 
of 90y after separation 
= result not used in calculatron of mean 
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TABLE IX RESJLTS OF 89sr-ANALYSES BY DIFFERENT INSTI'IUTES ON SPIKE 
SOllJTION A, LOW LEVEL - MEA.~ VAllJE 2.70 nCi/1 for P-results and 
nCi/1 for F-results 3.1 
Lab. P- •: x) F- iX) 
Noo ~esul ts accu- ~eviation results accu- deviatior method total time 





nCi/1 value nCi/1 value p F p h F d% d% 
l 
2 2.90 8 - 7.9 2 7.5a 
3 
4 
5 2.90 10 - 7.4 2.60 -11.5 1.5 1.6 4.3 
6 







14 2.60 10 -17.5 2.6 
15 
16 
17 3.05 - 3,2 
18 3.00 10 - 4.8 l 6.1 
19 6.60* 3 +109.5 lo6 2.8a 
20 
21 1.3 14 -51.8 
22 
23 2.90 25 - 7.9 4.5 4.9a 
24 
25· 3.28 6 +21.5 3.28 6 + 4.1 1.6 106 906 18.0 
26 2.40 -11.2 1 3o7 









~~ 3.79 20 +20.3 2 15 
P = preliminary; F = final; x) estimated overall accura~y given by the laboratory 
a= total time used for analysis of 89sr and 9Usr simultaneously 
1 = B-counting after chemical separation 
2 = - " - " - " - by precipitation 
4 = - " - ......-.. - " - by ion exchange 
5 = - " - through selective absorption 
6 = - " - after separation of 90y 
* = result not used in calculation of mean 
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TABLE x· RESUL'rS OF 89sr-ANALYSES BY DIFFEREN'r INSTITUTES ON SPIKE 
SOWTION B, MEDIUM LEVEL 
MEAN VAWE 33, 4 nCi/1 for P-resul ts and 35, 0 nCi/1 for F-result r:-
Lab. P- x) ~eviation F- ~) ~aviation method total time !from the !from the used used for 
No. "'esults accu- results accu- analysis 
racy mean racy mean 
value value h 
nCi/1 + 
-% d% nCi/1 
+ 
-% d% p F p F 
1 
2 29.0 8 -17.1 2 7.5a 
3 
4 
5 32.0 10 - 4.2 29.0 5 -17 .1 1.5 1.6 3.6 
6 







14 24.0 10 -31.,4 2.6 
15 
16 
17 33.7 - 3, 7 
18 30.0 3 -14.3 1 6.1 




23 33.0 20 - 5.7 4.5 4.2a 
24 
25 32.0 3.3 - 4. 2 32.0 3.3 - 8.6 1.6 1.6 9.6 18.0 
26 30.0 -10.4 1 3.7 










37 41.8 20 +19.4 2 15 
P = preliminary; F = final; x)estimated overall accuracy given by the laboratory 
a= total time used for analyses of 89sr and 90sr simultaneously 
1 = B-counting after chemical separation 
2 s - " - - " - - " - by precipitation 
4 = - " - - " - - " - by ion exchange 
5 = . - " - through selective absorption 
6 .. - " - after separation of 90y 
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TABLE XI RESULTS OF B9+9oSr-ANALYSES BY DIFFERENT INSTI'IUTES ON SPIKE 
SOIDTION A, LOW LEVEL - M:E'J..N VAIDE 6, 37 nCi/1 for P-resul ts and 
5,31 nCi/1 for F-results 
Lab. P- x) F- jx) 
deviatiol method No. results accu- aeviation resulti accu-
racy from the racy from the 
:% mean :i mean nCi/1 value nCi/1 value 
d % d% 















16 4.50 -29 .4 
17 
18 7.00 3 + 9 .9 
19 9.26 3 +45 .4 
20 8.52 6 +33 .8 
21 
22 3.09 20 -51. .5 3.62 15 -30.'.3 





28 7.40 1 +16.2 7.40 1 +42.. 7 
29 5.05 1 -20.7 5o05 - 207 
30 






P,= preliminary; F = final; 
x)estimated overall accuracy given by the laboratory 












2 = - " - - " - -" - by precipitation 






























































RESJLTS OF 89+90Sr-ANALYSES BY DIFFERffiT INSTI'IUTES ON 
SPIKE SOWTION B, MEDTI1M LEVEL 
MEfN VAWE 51,5 nCi/1 for P-re~ults ::i.nd 48 1 2 nCi/1 for F'-rP-sul-l:s 
x) tx:) total time 
accu- deviatior F- accu- deviation method used for 




-% value nCi/1 vaJue% p F p F 
ti et 
45.6 20 - 5.4 1 33.0 
-26.2 2 5.8 
10 + 8.3 1 4.8 
1 +69.0 1 2.8 
6 +56.l 1 2.9 
20 -4606 30.4 15 -3700 1 1 5.4 5.4 
20 -14.5 4 3.9 
1 
-15.0 43.8 1 -9.l 1. 1 24.4 24.4 
-14.4 44.1 -8.5 1 1 1.9 1.9 
10 +50.1 77.3 10 +60.5 2 2 3.0 3.0 
25 -67.0 1 7.0 
P = preliminary; F = final; x)estimated overall accuracy given by the laboratory 
1 = B-counting after chemical separation 
2 = - " - - " - - " - by precipitation 
4 = - " - - 11 - - " - by ion exchange 
TABLE IlII 
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AVERAGE VAWES AND RANGES OF THE RESULTS OBTAINED ON 
SPIKE SOUJTION A; LOW LEVEL 
1311 137cs 140Ba 90Sr 89Sr 89+90Sr 
p I F p I F pi F p I F p I F p 
' 
F 
calibrat. 10,14 9,11 1,98 1,11 value + ~ -,.( :!: ~( :!: .,_~ nCi/1 {x) - ~~ 
number of 
reported 27 30 28 31 27 33 13 22 5 12 9 4 
lresul ts 
number of 





1 1 2 1 3 2 - 1 - -
excluded 
max. 
value 11.20 12.60 10.43 11.30 6.32 5.26 2.00 1.80 3.64 6.60 9.26 7.40 
nCi/1 
min. 





2.60 4.4c 5.86 6.73 5.06 3.76 1.92 1.73 2.34 4.00 6.17 3.78 
range 
considered 2.6c 4.4c 2.43 3.30 1.64 1.30 0.41 0.91 2.34 1.30 6.17 3.78 
nCi/1 
mean of 
cons.val. 9o9~ 9. 9~ 9.30 9.28 1.96 2.03 1.05 1.12 2. 70 3.15 6.37 5.31 
nCi/1 
:!: nCi/1 0.67 o.8E o.65 0.70 0.37 0.35 0.12 0.22 Oo91 0.42 2.o8 1.56 
s 
oJ, 6.7 8.6 7.0 7.5 18.7 17.1 11.3 19.8 33.6 13.5 32.7 29.4 + 
-
nCi/1 -0.1: -0.1: +O.l~ +0.17 -0.02 +0.05 -o.0c +O.Ol no calibration value 
d available 
'I, 
-1.5 -1.5 +2.1 +1.9 -1.0 +2.5 
-5.4 +0.9 
Pa preliminary; F = final; 
S • estimated standard deviation; 
d = difference between the observed mean and calibration value; 
4-(x) The overall uncertainty of the calibration values (-~) is the sum of 
the statistical and the estimated systematical errors 
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TABLE XIV AVERAGE VAUJES AND RANGES OF THE RESULTS OBTAINED 
ON SPIKE SOUJTION B; MEDIUM LEVEL 
131I 131cs 140Ba. 90Sr 89Sr 89+90Sr 
p I F p IF p I F p J F p F p I F 
call brat. 108.9 98.0 21.8 1.63 
value :!:. 3% :t 3% :t 3% ± 3% 
nci/1 (:x:) 
nurnoer 01 
reported 27 30 28 31 29 33 11 20 4 11 10 5 
results 
number of 





l 1 l l l l 
- - - -
excluded 
max. 
value uB.o 118 .8 114.0 114.0 35.5 30.3 6.oo 3.14 39.4 58.0 87.0 77 .3 
nci/1 
min. 
value 89.6 88.5 49.6 49.6 12.8 14.8 0.94 0.96 30.0 24.0 17 .o 30.4 
nCi/1 
total 
rangP. 28.4 30.3 64.4 64.4J22.7 15.5.5.06 2.18 9.4 34.0 70.0 46.9 
nCi/1 
range 
considere a 28.4 30.3 2}.0 28.4 16.2 12.2 1.90 1.34 9.4 34.0 70.0 46.9 
nCi/1 
mean of 










7.0 7.4 6.2 7.2 3.4 2.6 o.68 0.42 4.1 9.2 23.3 17.3 
6.6 7.1 6.3 7.4 16.2 12.5 38.1 25.6 12.4 26.1 45.3 36.0 
-2.7 
-3.7 +0.4 -o.5 -LO -0.9 +O.L + - o.cc no calibration value 
available 
+ 
-2.5 -3.4 +0.4 -0.5 -4.6 -4.1 +8.6 - OoC 
P = preliminary; F = final; 
S = estimated standa.!'d deviation; 
d = difference between the observed mean and calibration+value 
(x) The overall uncertaintiy of the calibration values (- 3%) is the sum 




















DISTRIBUTION OF RESULTS IN CONTROL CHARTS 
NUMBER OF LABORATORIES IN EACH CATEGORY 
Number of Results 
Be·tween Between Outside Total 
warning control of number of 

















25 2 1 28 
27 3 1 31 
21 4 2 27 
28 4 1 33 
24 3 2 29 
30 2 l 33 
DISTRIIDTION OF Sr-RJ<~LTS wrmrn THE ERROR 
LIMITS OF 3o% 
Nuclide I Number of results 1 Outside Total 
and between 3o% of number of 
Activity limits limits results 
nCi/1 -+ 3o% X-
89sr 2,7 P 3 2 5 
3,2 F 11 1 12 
33,4 P 4 
- 4 
35,0 F 9 2 11 
90sr 1, 11 P 10 3 13 
F 15 4 22 
1,63 P 4 7 11 
F 14 6 20 
89+90sr 6,37 P 6 3 9 
5,31 F 2 2 4 
51, 5 P 5 5 10 
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FIG. 3 
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Distribution of results of 140aa-ANALYS£S at 1.98nCi I I 
30 preliminary results 30 final results 







~ 10 ~ 10 
1.3 1.7 2J 2.5 2.9 nCi/l 
I calibration value 
1.3 1.7 2.1 2.5 2.9 nCi I I 
L-------
mean of f. - results 2.03nCi/ I 
calibration value 
FIG. 5 
Distribution of results of 140aa - ANALYSES at 21.8 nCi I I 
40 40 
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Distribution of results of 90sr-ANALYSES at 1.11nCi/ I 
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L _______ _ 
mean of f.-results 1.12nCi/l 
calibration value 
Distribution of results of 90sr-ANALYSES at 1.63nCi II 
I 






1.~ 2.1 2.5 2.9 nCi/1 l _______ _ 
10 
mean of p.-results 1.77nCill 
calibration value 
FIG. 8 
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CONTROL CHART for individual determinations 












lab. no 5 10 
® = preliminary results 
















CONTROL CHART for individual determinations 
13t 10.14nCi/l S = 7°/o 
0 
X+3S UCL 12.3 I -1 






























c: B.00 I 
0 
lab. no 5 10 
® = preliminary results 
0 = final results 
® 
X 35 LCL J 





CONTROL CHART for individual determinations 
137Cs; 98. OnCi/1 S = 6% 
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c:: /JO X-3S LCL 
lab. no 10 
® = prt!liminary rt!sutts 




CONTROL CHART for individual determinations 
13
7cs; 9.11nC1/I S = 7% 
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C: 7.2 J X-3S LCL 
lab. no 10 
«> = prt!liminary rt!sults 







CONTROL CHART for individual determinations 
140aa; 21.B nCi/1 S = 13% 
35.5 ~ 30.3 
300 + 
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lab. no 10 
e = preliminary results 





















lab. no 10 
® = preliminary results 
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. . . . . . .... 
Date and hour of sample reception (laboratory) 
Date and hour of data transmission 
............ 
............ 
telegr. Dr. J. SMEETS, 29 rue Aldringen, Luxembourg. 
x) activity at reference date and hour 
xx) state confidence level 
xxx) give a short description of method on separate sheet. 
Time schedule (minutes) 
Counting time Data 
calculation 
. .... . .... 
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. .... . .... 















List of Participating Institutes 
--------
Centre d'Etudes de l'Energie Nucleaire, Mol 
(Mrs. J. Colard and G. Koch) 
Institut d'Hygi~ne et d'Eoidemiologie, 
Bruxelles (Dr. A. Lafontaine) · 
Danish Atomic Energy, Commission, Health 
Physics Department, Ris© (Dr. A. Aarkrog) 
Chem. Landesuntersuchungsanstalt, Stuttgart 
(Dr. Stoll) 
Badische Anilin-Soda-Fabrik AG, Isotopen-
laboratorium, Ludwigshafen (Rhein) 
(Dr. H. Guenzler) 
Materialpriifungsamt der Landesgewerbeanstalt 
Bayern, Abt. Strahlenschutz, Niirnberg 
(Dr. Dechert) 
Institut fiir Biophysik der Universitat des 
Saarlandes, nBoris Rajewsky-Institutll, 
Homburg/Saar (Dr. R. Kunkel) 
Chem. Landesuntersuchungsanstalt, Miinster 
(Dr. H. Baumann) 
Chem.- und Lebensm. Unters., Messtelle fiir 
Radioaktivitat, Hamburg (Dr. K. Baek) 
Bundesforschungsanstalt fiir Lebensmittel-
frischhaltung, Karlsruhe (Dr. R. Schelenz) 
Bundesforschungsanstalt fiir Milchwirtschaft, 
Kiel (Dr. E. Knoop) 
Isotopenlaboratorium, Hamburg-Suelldorf 
( Dr . W • Fe 1 d t ) 
Kernforschungsanlage Jiilich, Julich 
(Dr. H. Jacobs) 
Gesellschaft fiir Strahlenforschung, Munchen 











S.C.P.R.I., Ministere de la Sante, Le Vesinet 
(Dr. P. Pellerin) 
Ministere de l'Agriculture, Laboratoire de 
Radiobiologie, Paris (Dr. J. Morre) 
Commissariat a l'Energie Atomique - D.P.S., 
92 Fontenay-aux-Roses (Mr. L. Jeanmaire) 
Commission des Communautes Europeennes 
C.C.R./Euratom, Ispra (Dr. A. Malvicini) 
Istituto di Igiene dell'Universita di Pavia, 
Pavia (Dr. E. Lanzola) 
Ministero degli Interni, Centro Studi e 
Esperienze, Roma (Dr. F. Mazzini) 
Comitato Nazionale per l'Energia Nucleare, 
Casaccia - Roma (Dr. A. Cigna) 
Atomic Energy Research Institute, 
Chongryangri, Seoul (Dr. Young Ku Yoon) 
Institute de Energia Nuclear, Mexico 18, D.F. 
(Mrs. R.M. de Nulman) 
Rijksinstituut te Leiden, Leiden 
(Dr. W.G. de Ruig) 
Rijksinstituut voor de Volksgezondheid, 
Bilthoven (Dr. F.C.M. Mattern) 
Institutt for Atomenergi, Kjeller 
(Dr. E. Steinnes) 
Atomic Energy Board, Isotopes and Radiation, 
Pretoria (Dr. J.K. Basson) 
Eidg. Kommission zur Oberwachung der Radio-
aktivitat, Freiburg (Dr. P. Winiger) 
National Institute of Radiation Protection, 
Special Labs. for Environmental Research, 




Reactor Physics Div., Central Electricity 
Generating Board, Berkeley Nuclear Labs., 
Gloucestershire (Mr. H.M. Christie) 
South of Scotland Electricity Board, Hunterston 
Nuclear Power Station, Ayshire, Scotland 
Dept. of Nuclear Sciences, Eberline Instrument 
Corp., Santa Fe, New Mexico (Dr. E.A. Sanchez) 
Radiological Sciences Lab., New York State 
Dept. Health, Albany N.Y. (Dr. J.M. Matuszek) 
Radiochemistry Div., U.S. Atomic Energy 
Commission, Health and Safety Lab., 
New York N.Y. (Dr. G.A. Welford) 
-42-
ANNEX III 
List of Participants at C.E.C. Meetings 
Mrs. J. BARUH 
Dr. G. CANTILLON 
Mr. J. COLARD 
Mrs. DECLERCQ 
Mr. G. KOCH 
Mr. L. FARGES 
Mr. L. JEANMAIRE 
Dr. J . .MORRE 
BELGIUM 
Institut d'Hygiene et d'Epidemiologie 
14, rue Juliette Wytsman 
1050 Bruxelles (1-2) 
Ministere de la Sante Publique 
14, rue Juliette Wytsman 
1050 Bruxelles ( 2) 
Centre d'Etudes de l'Energie Nucleaire, 
Mol (1-2) 
Institut d'Hygiene et d'Epidemiologie 
14, rue Juliette Wytsman 
1050 Bruxelles (2) 
Centre d'Etudes de l'Energie Nucleaire 
Mol (1-2) 
FRANCE 
Commissariat a l'Energie Atomique -
D.P.S. 
Rue de la Federation 
Paris 15e 
Commissariat a l'Energie Atomique -
D.P.S. 
0 B.P. n· 6 
(1) 
92 Fontenay-aux-Roses (2) 
Ministere de l'Agriculture 
Laboratoire de Radiobiologie 
39, rue de Dantzig -
Paris 15e (1-2) 
Mr. F. PATTI 
Mrs. L. REMY 
Dr. K. BOEK 
Dr. H. JACOBS 
Dr. D. MERTEN 
Dr. B. SANSONI 
Dr. R. SCHELENZ 
Dr. A. WIECHEN 
-43-
FRANCE 
Commissariat a l'Energie Atomique -
D.P.S. 
92 Fontenay-~~Ro~~ (2) 
S.C.P.R.I., Ministere de la Sante 
Publiaue 
B.P. n° 35 
78 Le Vesinet (1-2) 
GERMANY 
Chem. und Lebensm. Unters. 
Messtelle fur Radioaktivit~t 
l_Hambur~ (2) 
Kernforschungsanlage Julich GmbH 
Postfach 365 
517 Julich (2) 
Kernforschungsanlage Julich GmbH 
Zentralabteilung Strahlenschutz 
Postfach 365 
517 Julich (2) 
Gesellschaft fur Strahlenforschung 




75 Karlsruhe I 
Bundesforschungsanstalt fur Milch-
forschung 
Institut fur Physik 
( 2) 
Hermann Weigman~ Strasse I/27 
23 Kiel - (2) 
Dr. G. BAGLIANO 
Dr. A. CIGNA 
Mr. C. FALOCI 
Dr. P. GAGLIONE 
Dr. E. LANZOLA 
Dr. F. MAZZINI 
Dr. A. NARDI 
Dr. P. KAYSER 
-44-
ITALY 
Comitato Nazionale per l'Energia 
Nucleare 
C.P. 2400 
Casaccia - Roma (1-2) 
Comitato Nazionale per l'Energia 
Nucleare 
C.P. 2400 
Casaccia - Roma (1) 
Comitato Nazionale per l'Energia 
Nucleare 
Viale Regina Margherita 125 
00100 Roma (1) 
Commission des Communautes Europeennes 
c.c.R./EURATOM 
21020 Ispra - Varese (2) 
Istituto di Igiene dell'Universita 
di Pavia 
27100 Pavia (2) 
Ministero degli Interni 
Centro Studied Esperienze 
Capanelle - Roma (1-2) 
Comitato Nazionale per l'Energia 
Nucleare 
Viale Regina Margherita 125 
00100 Roma (1) 
LUXEMBOURG 




Mr. F.C.M. MATTERN Rijksinstituut voor de Volksgezondheid 
Sterrenbos 1 
Utrecht (1-2) 
Dr. W.G. de RUIG Rijkszuivelstation 
Vreewijkstraat l2B 
Leiden 
INTERNATIONAL ATOMIC ENERGY AGENCY 
Dr. D. MERTEN Division Recherche et Laboratoires 
(1-2) 
Vienne (1) 
Dr. O. SUSCHNY Division Recherche et Laboratoires 
Vianne (2) 
COMMISSION OF THE EUROPEAN COMMUNITIES 
Mr. R. AMAVIS D.G. Affaires Sociales 
Divi9ion Protection Sanitaire 
29 rue Aldringen 
Luxembourg 
Mr. A. BONINI D.G. Affaires Sociales 
Division Protection Sanitaire 
29 rue Aldringen 
Luxembourg 
Dr. J. SMEETS D.G. Affaires Sociales 
Division Protection Sanitaire 
29 rue Aldringen 
Luxembourg 
Mr. E. VAN DER STRICHT D.G. Affaires Sociales 
Division Protection Sanitaire 









NOTICE TO THE READER 
All scientific and technical reports published by the Commission of 
the European Communities are announced in the monthly periodical 
"euro-abstracts". For subscription (1 year: B.Fr. 1 025,-) or free 
specimen copies please write to : 
Office for Official Publications 
of the European Communities 
Case postale 1003 
Luxembourg 1 
(Grand-Duchy of Luxembourg) 
.:::::::::::::::::::::::::::::::::::::::::::::·::. 
,,ii@rnr ·····111111111/i~m!~~~~!~~te knowledge is to disseminate prosperity - I mean 
general prosperity and not individual riches - and with prosperity 
1111! disappears the greater part of the evil which is our heritage from 
irni darker times. 
Alfred Nobel 
SALES OFFICES 
The Office for Official Publications sells all documents published by the Commission of the 
European Communities at the addresses listed below, at the price given on cover. When 
ordering, specify clearly the exact reference and the title of the document. 
UNITED KINGDOM 
H.M. Stationery Office 
P.O. Box 569 
London S.E. 1 - Tel. 01-928 69 77, ext. 365 
BELGIUM 
Moniteur beige - Belgisch Staatsblad 
Rue de Louvain 40-42 - Leuvenseweg 40-42 
1000 Bruxelles -1000 Brussel -Tel. 12 00 26 
CCP 50-80 - Postgiro 50-80 
Agency: 
Librairie europ<lenne - Europese Boekhandel 
Rue de la Loi 244 - Wetstraat 244 
1040 Bruxelles - 1040 Brussel 
DENMARK 
J.H. Schultz - Boghandel 
M0ntergade 19 
DK 111 6 K0ben havn K - Tel. 14 11 95 
FRANCE 
Service de vente en France des publications 
des Communautes europeennes - Journal officiel 
26, rue Desaix - 75 732 Paris - C<ldex 15• 
Tel. (1) 306 51 00 - CCP Paris 23-96 
GERMANY (FR) 
Verlag Bundesanzeiger 
5 Koln 1 - Postfach 108 006 
Tel. (0221) 21 03 48 
Telex: Anzeiger Bonn 08 882 595 
Postscheckkonto 834 00 Koln 
GRAND DUCHY OF LUXEMBOURG 
Office for Official Publications 
of the European Communities 
Case postale 1003 - Luxembourg 
Tel. 4 79 41 - CCP 191-90 
Compte courant bancaire: BIL 8-109/6003/200 
IRELAND 
Stationery Office - The Controller 
Beggar's Bush 
Dublin 4 - Tel. 6 54 01 
ITALY 
Libreria de/lo Stato 
Piazza G. Verdi 10 
00198 Roma -Tel. (6) 85 08 
CCP 1/2640 
NETHERLANDS 
Staatsdrukkerij- en uitgeverijbedrijf 
Christoffel Plantijnstraat 
's-Gravenhage - Tel. (070) 81 45 11 
Postgiro 42 53 00 
UNITED STATES OF AMERICA 
European Community Information Service 
2100 M Street, N.W. 
Suite 707 
Washington, D.C., 20 037 - Tel. 296 51 31 
SWITZERLAND 
Librairie Payot 
6, rue Grenus 
1211 Gen/we-Tel. 31 89 50 
CCP 12-236 Geneva 
SWEDEN 
librairie C.E. Fritze 
2, Fredsgatan 
Stockholm 16 




Madrid 1 - Tel. 275 51 31 
OTHER COUNTRIES 
Office for Official Publications 
of the European Communities 
Case postale 1003 - Luxembourg 
Tel. 4 79 41 - CCP 191-90 
Compte courant bancaire: BIL 8-109/6003/200 
OFFICE FOR OFFICIAL PUBLICATIONS OF THE EUROPEAN COMMUNITIES 
Case postale 1003 - Luxembourg 6105 
